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MINISTRY OP HEALTH & FAMILY WELFARE 
(Deportment of Health) 

CORRIGENDUM 

New Delhi, the 11th March, 1996 

G.S.R. 122(E). —In the Notification cf Government of India, in the 
Ministry of Health and Family Welfare (Department of Health) 
G.S.R. 495(E) dated 9th June, 1995 published at pages 1 to 14 of the 
Gazette of India, Extraordinary Part-II, Section (3), Sub-section (i) 


dated 

9th June, 

1995. 


(1) 

At 

page 

9. 

—Para 

3(c) line 8 for ’0.004N + 3 x_/T).004N' 





read 

' 0.004N + 3 x _/07(5O4N' 





line 

9 for '0.015N + 3 xV0.015N' 





read 

' 0.015N + 3 x-fU7oT5N'. 

(2) 

At 

page 

10. 

—Para 

5B, line 6 for 'with' read 'width'. 

(3) 

At 

page 

10. 

—Para 

8(1) line 2 for 'test' read ' 'teat'. 





Para 

8(1) (ii) delete '53 2mrr for' and 'length 





Para 

8(2) (i) for '180mm' read '170mm 1 . 

(4) 

At 

page 

10. 

—Para 

10 line 6 for ’If, because the' read 





'If, 

because of'. 
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(1) 




____ THE GAZETTE OF IND I A ; EX T RAORDINARY _ [Part II— Sec . 3(i)] 

Para 10 line 8 delete from 'If/ because of the 
distension of the condom the water does not extend to' 
and in its place insert 'raise the closed end until 
water level reaches this distance. After at'. 

(5) At page 11.—Para 13.(1} line 6 for 'otect' read 'protect 

[No.'X—11014/8/92—DMS & PFA] 
SHAILAJA CHANDRA, Addl. Secy. 
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